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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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Ear, Nose and Throat Surgery Instruments Sectional Committee, MHD 4 



FOREWORD 

This Indian Standard was adopted by the Bureau of Indian Standards, after the draft finalized by the 
Ear, Nose and Throat Surgery Instruments Sectional Committee had been approved by the Medical 
Equipment and Hospital Planning Division Uouncii. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the 
final value, observed or calculated, expressing the result of a test or analysis, shall be rounded ofiF in 
accordance with IS 2 : 1960 'Rules for rounding off numerical values ( revised )\ The number of signi- 
ficant places retained in the rounded off value should be the same as that of the specified value in this 
standard. 
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ENT SURGERY INSTRUMENTS — 
HEAD MIRROR — SPECIFICATION 



1 SCOPE 

This standard specifies requirements for head 
mirror used in ENT surgery for diagnostic pur- 
poses. 

2 REFERENCES 

The following Indian Standards are necessary 
adjuncts to this standard: 

IS No. Title 

6603 : 1972 Stainless steel bars and flats 

6911 : 1972 Stainless steel plate, sheet and 
strip 

7011 : 1973 Back-silvered mirrors used in 
instrument industry 

8916 : 1978 Spherometer 

10951 : 1984 Polyproplene materials for 
moulding and extrusion 



3 TERMINOLOGY 

3.1 Mirror Head 

The assembly of concave mirror held in plastic 
casing v^'iih head band. 

3.2 Reflecting Surface 

A layer, usually metallic applied to the mirror for 
the purpose of reflecting light. 

4 SHAPE AND DIMENSIONS 

4.1 The shape and dimensions of the head mirror 
shall be as shown in Fig. 1. 

4,1.1 Tolerances 

The following tolerances on various dimensions 
shall be allowed: 

a) ± O'l mm on dimensions up to 5*0 mm; 

b) ± 0*2 mm on dimensions above 5'0 mm and 
up to 10*0 mm; 
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CLAMP 
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Fig. 1 Head Mirkor. Typical 
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c) ± rO mm on dimensions above 100 mm 
and up to 500 mm; and 

d) ± 2*0 mm onlfdimensions above 50*0 mm 
and up to iOO'O mm. 

5 REQUIREMENTS 
5.1 Mirror 

5.1.1 Construction 

It shall comprise of a concave mirror with a reflec- 
ting surface conforming to iS 70il:i973. The 
mirror shall be held in a metallic casing. If any 
packing is contained within the casing, it shall be 
of non-absorbentjmaterial. 

5.1.2 Casing 

It shall be made of light metal. The formed edge of 
the casing shall be below the level of the viewing 
surface of the glass and shall be free from irregu- 
larities, sharp edges and burrs. The casing shall 
be water tight. 



5.2 All the metal parts like ball end, bolt, sheet, 
guide clamp and buckle shall be made of stainless 
steel conforming to the Designation 30Crl3 of 
IS 6603: 1972 or IS 6911 : 1972. 

5.3 All edges shall be rounded off, 

5.4 All the surfaces shall be free from imperfections 
and metal parts shall be polished bright and passi- 
vated. 

5.5 Head Band 

It shall be made of polypropylene conforming to 
IS 10951 : 1984 with stainless steel buckle and 
guide clamp for adjustments. A piece of sponge 
rubber as shown in Fig. 1. shall be affixed to the 
head band. 

6 MARKING 

The instrument shall be marked with the indication 
of the source of manufacture and country of 
manufacture. 



5.1.3 Focal length 

The focal length of the mirrorTshall be 250 mm. 
The measurment snail be done with a sphero- 
meter conforming to IS 8916 : 1978. 



— ' 7 PACKING 



The mirror shall be put in polyethylene bags and 
suitably packed to avoid damage during transit and 
storage. Alternatively, it may be packed as agreed 
to between the purchaser and the supplier. 



Standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of Indian 
Standards Act, 1986 and the Rules and Regulations made thereunder. The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity 
to that standard as a further safeguard. Details of conditions under which a licence for the 
use of the Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indimn Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of goods 
and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in 
any form without the prior permission in writing of BIS. This does not preclude the free use, in the 
course of implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director ( Publications ), BIS. 

Revision of indlan Standards 

Indian Standards are reviewed periodically and revised, when necessary and amendments, if any, are 
issued from time to time. Users of Indian Standards should ascertain that they are in possession of 
the latest amendments or edition. Comments on this Indian Standard may be sent to BIS giving the 
following reference: 
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